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Abstract

Purpose: Limits on mean lung dose (MLD) allow for individualization of radiation doses at safe
levels for patients with lung tumors. However, MLD does not account for individual differences in
the extent or spatial distribution of pulmonary dysfunction among patients, which leads to toxicity
variability at the same MLD. We investigated dose rearrangement to minimize the radiation dose to
the functional lung as assessed by perfusion single photon emission computed tomography
(SPECT) and maximize the target coverage to maintain conventional normal tissue limits.
Methods and materials: Retrospective plans were optimized for 15 patients with locally advanced
non-small cell lung cancer who were enrolled in a prospective imaging trial. A staged, priority-
based optimization system was used. The baseline priorities were to meet physical MLD and other
dose constraints for organs at risk, and to maximize the target generalized equivalent uniform
dose (gEUD). To determine the benefit of dose rearrangement with perfusion SPECT, plans were
reoptimized to minimize the generalized equivalent uniform functional dose (gEUfD) to the lung as
the subsequent priority.
Results: When only physical MLD is minimized, lung gEUfD was 12.6 � 4.9 Gy (6.3-21.7 Gy).
When the dose is rearranged to minimize gEUfD directly in the optimization objective function, 10
of 15 cases showed a decrease in lung gEUfD of >20% (lung gEUfD mean 9.9 � 4.3 Gy, range
2.1-16.2 Gy) while maintaining equivalent planning target volume coverage. Although all dose-
limiting constraints remained unviolated, the dose rearrangement resulted in slight gEUD increases
to the cord (5.4 � 3.9 Gy), esophagus (3.0 � 3.7 Gy), and heart (2.3 � 2.6 Gy).
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Conclusions: Priority-driven optimization in conjunction with perfusion SPECT permits image
guided spatial dose redistribution within the lung and allows for a reduced dose to the functional
lung without compromising target coverage or exceeding conventional limits for organs at risk.
Copyright ª 2016 the Authors. Published by Elsevier Inc. on behalf of the American Society for
Radiation Oncology. This is an open access article under the CC BY-NC-ND license (http://
creativecommons.org/licenses/by-nc-nd/4.0/).
Introduction

Decades of data collection and analyses of toxicity
have helped identify dose-volume metrics and other pa-
rameters that describe the probability of radiation-induced
normal tissue damage for populations of patients. These
efforts have provided, in general, safe normal tissue dose
limits and guidance for isotoxic dose escalation pro-
tocols.1-3 However, despite numerous published studies
on this topic, the power of dose-volume metrics and mean
dose models to predict toxicity in an individual patient are
still lacking. This is likely due to the underlying biolog-
ical differences among patients in a population. The
emergence of functional imaging metrics and surrogate
biomarkers can further discern the individual risk of a
patient and may allow for increased customization of ra-
diation therapy.4 Several single-institution clinical trials
are currently underway to validate these newer modalities,
techniques, and metrics.5

Established predictors of radiation-induced lung
toxicity include dose-volume metrics, mean lung dose
(MLD), and normal tissue complication probability
models. A summary of accepted models can be found in
the Quantitative Analyses of Normal Tissue Effects in the
Clinic organ-specific guidance papers.6 Normal tissue
complication probability, for example, has been
commonly used as a metric to guide dose-escalation
protocols.1-3 Such models, however, are estimated on
the basis of sensitivity for a total population of patients.
Thus, their predictive accuracy for individual patients is
limited. Furthermore, current dose-volume risk-assess-
ment models treat the whole lung uniformly. This is
problematic because patients with non-small cell lung
cancer frequently have respiratory comorbidities that
result in heterogeneous lung function. Accurate detection
of and spatial information on the underlying lung function
and distribution are needed both before treatment and
early in the course of radiation on an individual patient
level.

To further determine the individual risk of radiation-
induced lung toxicity, many institutions have studied the
use of modalities such as perfusion and ventilation single
photon emission computed tomography (SPECT)
imaging, inhale and exhale or 4-dimensional computed
tomography (CT)-derived ventilation, and more recently
Gallium 18-based ventilation and perfusion positron
emission tomography and CT.6-19 These modalities have
been used as a way to determine local and overall lung
function for assessments of lung viability and treatment
response as well as for baseline and adaptive treatment
planning. One intuitive use of functional information for
treatment planning has been beam angle optimization.7,8

The use of beams that preferentially spare large areas of
well-ventilated or perfused lung has been shown to
improve treatment plan evaluation metrics such as mean
ventilated lung dose8 and volumes calculated from dose
function histograms based on SPECT intensity7 compared
with plans that use nonoptimized beam directions.
Another strategy to minimize the dose to the functional
lung is to choose a threshold to represent a functional lung
region of interest and minimize the dose to that region in
the objective function.10,15,16,19

In the prospective setting, choosing beams that prefer-
entially spare the functional lung prior to optimization
should be done with caution because it may prioritize
functional lung dose minimization over traditional metrics
such as physical target, normal tissue dose objectives, and
conformity of the target dose. Similarly, contour-based
sparing of highly functional regions using a weighted-sum
cost function can shift the dose distribution in away thatmay
sacrifice planning target volume (PTV) coverage, confor-
mity, and/or homogeneity in addition to increasing the ra-
diation dose to other critical organs at risk (OAR).10,19,20

To maintain appropriate clinical limits, strict planning
guidelines and stepwise planning and evaluation loops are
needed.20 To allow functional image guided treatment
planning to become more mainstream and automated, we
investigated constrained and prioritized optimization
algorithms that allow a strict prioritization of treatment
planning goals and controlled tradeoffs with the investi-
gational metric. Instead of a simple weighted-sum cost
function or beam orientation optimization, minimizing a
functional lung dose objective within a constrained opti-
mization problem ensures that the tradeoffs among target
coverage, physical dose metrics, and functional dose
minimization are taken into account. This method may
even provide improved functional sparing as well as pre-
vent sacrifices made in target coverage or other normal
tissue doses due to the removal of potentially useful beams.

Similarly, only minimizing a functional lung objective
may be premature. Although functional metrics and de-
fects have shown great promise in predicting lung
toxicity,21-23 large-scale validation is still desirable before
phasing out physical dose objectives. The addition of
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functional dose-volume objectives to a traditional
weighted-sum cost function has been studied by Shioyama
et al and St. Hilaire et al., who demonstrated that the
addition was beneficial in reducing the dose to the func-
tional lung while preserving other normal tissue limits.10,24

However, the procedure requires iteration through
different cost function weight values or optimization of
multiple plans to ensure that the higher priority objectives
are not sacrificed. A priority-based optimization strategy
such as lexicographic ordering25 has the advantage of
constraining higher priority objectives during optimization
so that iteration or backtracking is not required.

The purpose of the current work is to investigate the
feasibility of dose rearrangement in normal lung to
minimize SPECT functional-volume-weighted lung doses
during priority-based inverse planning and maintain
constraints on conventional physical dose-volume metrics
to maximize target coverage.

Methods and materials

Study population and SPECT/CT scans

Fifteen patients with stage III NCSLC who were pre-
viously treated in an institutional review boardeapproved
prospective study on the role of functional imaging in
predicting tumor and normal tissue response were
randomly selected for retrospective treatment planning.
Although patients with an earlier cancer stage were also
included in the study, they were excluded from the current
investigation to maintain a consistent cohort instead of
including patients who were treated with stereotactic body
radiation therapy.

As part of the imaging study, perfusion SPECT/CT
data were collected within 2 weeks prior to the initiation
of treatment. All patients were treated with 3-dimensional
conformal radiation therapy with or without chemo-
therapy. The SPECT/CT data from that study were not
used to guide treatment. Perfusion SPECT/CT was per-
formed with a Symbia T6 system (Siemens Medical
Solutions, Los Angeles, CA) with the patient immobilized
in the treatment position with a standard thorax board.
Patients were intravenously administered 185 MBq of
Tc-99m-labeled macroaggregated albumin particles prior
to scanning. The SPECT scans were obtained with a
noncircular orbit and step-and-shoot mode over 360 de-
grees in 128 frames. The SPECT was reconstructed with a
3-dimensional, ordered subset, expectation-maximization,
iterative reconstruction with resolution, scatter, and
attenuation correction.

Radiation therapy optimization system

Treatment planning and optimization in this study
were performed with software packages developed
in-house.25,26 For beamlet-based IMRT planning, dose
calculation points were distributed in volumetric regions
of interest based on composite 3-dimensional surfaces
that were created from patient contours. Beamlets were
defined on a 5 mm � 5 mm grid, although customized
beamlet sizes are possible in the software. Dose calcula-
tions were run prior to optimization and utilized an in-
house convolution superposition algorithm that was
commissioned and used clinically. Objective functions
could be created using a variety of dose, dose-volume,
and biological metrics, including generalized equivalent
uniform dose (gEUD).26 Doses in the optimization system
could be displayed as a physical dose or a dose that is
corrected to the nominal dose per fraction equivalent
using the linear quadratic model (ie, equivalent dose in 2
gray [EQD2] for a 2 Gy per fraction [Gy/Fx] equivalent).
Individual objectives (ie, costlets)26 could also be defined
using physical dose or EQD2.

The in-house optimization software allows for
3-dimensional intensity-based functional image data to be
incorporated directly in the cost function. To utilize
functional images in the cost function, the images must
first be registered to the treatment-planning CT dataset.
Inside the optimization system, any validated volumetric
functional dataset can be activated for use during opti-
mization. When a functional image intensityebased cost
function is selected for use in a region of interest, a
trilinear interpolation is used to specify the functional
image value (ie, intensity) that corresponds to each dose
calculation point in the region of interest.

The intensity values can be used directly or normalized
based on the average intensity within the region of in-
terest. Optimization of beamlet weights can be performed
by either minimizing the weighted sum of all region-
specific cost functions with a quasi-newton optimization
algorithm or using a priority-based optimization strategy
called lexicographic ordering (LO) that utilizes a
sequential quadratic programming algorithm with con-
straints. The LO method, which was utilized in the current
work, divides a large optimization problem with many
objectives into a series of smaller optimization problems
that can be solved sequentially based on their priority in
the problem. Our implementation of this method in
planning IMRT treatments was discussed in detail by Jee
et al.25
SPECT-weighted dose metric

The SPECT/CT scans were performed with the same
setup and immobilization equipment as the treatment
planning CT. Registration between SPECT images and
the treatment planning CT was performed via rigid
CT-to-CT alignment between each treatment planning CT
and the CT of each SPECT/CT. Deformable registration
was not applied due to the potential variation in breath-



Table 1 Prioritized objectives for lung intensity modulated
radiation therapy with perfusion avoidance

Priority Structure Goal Parameters

0 Cord Max <50 Gy EQD2 (a/b Z 2.5 Gy)
Esophagus gEUD <34 Gy EQD2 (a/b Z 10 Gy);

a Z 1
Max <74 Gy

Heart gEUD <30 Gy EQD2 (a/b Z 2.5
Gy); a Z 1

Max <74 Gy
Lungs-
GTV

gEUD <20 Gy EQD2 (a/b Z 2.5
Gy); a Z 1

PTV Max <86 Gy EQD2 (a/b Z 10 Gy)
1 PTV gEUD �75 Gy EQD2 (a/b Z 10 Gy);

a Z �20
2a Lungs-

GTV
Minimize
gEUfD

EQD2 (a/b Z 2.5
Gy); with perfusion
SPECT

3 All normal
tissues

Minimize dose EQD2 (a/b Z 2.5 Gy)

EQD2, equivalent dose in 2 Gy fractions; gEUD, generalized
equivalent uniform dose; gEUfD, generalized equivalent uniform
functional dose; GTV, gross tumor volume; PTV, planning target
volume; SPECT, single photon emission computed tomography.

a Only included in the “Perfusion Avoidance” plans.
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hold position between the CT from SPECT/CT and the
free-breathing SPECT scan. Once aligned, the SPECT/CT
transformation was applied to the SPECT dataset(s).

The generalized equivalent uniform functional dose
(gEUfD) was used to penalize the dose to the functional
lung, which was assumed to be proportional to SPECT
intensity and/or signal level, during optimization. The
gEUfD as described by Miften et al.27 is calculated as
follows:

gEUfDZ

2
6664
PN

iZ1 fid
a
iPN

iZ1 fi

3
7775

1=a

ðEq:1Þ

where
fi Z SPECT intensity of voxel i in the region of in-

terest (�0)
di Z dose in voxel i in the region of interest
N Z number of voxels in the region of interest
a Z region specific parameter
The region of interest used to determine SPECT-

weighted gEUfD was defined as both lungs exclusive of
the gross tumor volume. Here, the a parameter value was
set to 1 to represent the mean value for simplicity. The
gEUfD can be computed using perfusion (or ventilation)
SPECT intensities. Any saturation artifacts noted on the
perfusion scans were thresholded and excluded. However,
perfusion images typically avoid artifacts that are similar
to those noted on ventilation scans due to aerosol buildup.
For gEUfD calculations, the SPECT intensity was
normalized with a maximum intensity of 100%.

Priority-based treatment planning and
comparisons

To determine the feasibility of redistributing doses
based on the minimization of SPECT-weighted gEUfD,
new IMRT plans were optimized for the 15 previously
treated, randomly selected patients both with and without
SPECT gEUfD costlets included in the cost function. All
treatment beam angles were picked using standard treat-
ment planning practices with at least 9 beams to provide
adequate degrees of freedom to take advantage of dose
redistribution.

Table 1 shows the prioritized constrained-optimization
goals that were used for inverse planning. All optimiza-
tions were performed using LO to ensure that the goals at a
higher priority level were not compromised by lower pri-
ority objectives. The priority level of 0 constraints was
based on standard OAR dose limits that are used in our
clinic and in current national protocols. Priority level 1
maximized the PTV generalized equivalent uniform dose
(gEUD) up to 75 Gy EQD2 (a/b Z 10 Gy, a Z �20)
subject to the priority level 0 limits. This metric was
chosen to provide a therapeutic dose while allowing some
heterogeneity in the target region to help facilitate dose
rearrangement in the “Perfusion Avoidance” plans. The
chosen a/b values are consistent with our clinical practice
for early- and late-responding tissues and prior lung and
tumor modeling studies.28,29 To test the effectiveness of
the use of perfusion SPECT data, the baseline and
“Perfusion Avoidance” objectives deviated for priority
level 2. For baseline cases, priority level 2 minimized the
dose to all OARs with no additional objectives. To utilize
the SPECT data, the “Perfusion Avoidance” cases mini-
mized the gEUfD of the lung at priority level 2 using the
perfusion SPECT data. Priority level 3 was then added to
minimize the dose to all OARs using the same method as
priority level 2 in the baseline cases. The beam arrange-
ment and fluence map resolution were consistent between
baseline and perfusion avoidance plans.

To judge the effect that functional avoidance optimi-
zation had on PTV homogeneity, the following metric
was computed for baseline and perfusion avoidance plans:

Homogeneity MetricZ
PTVmean1% � PTVmean99%

PTVgEUD

ðEq:2Þ

where PTVmean1% is the mean dose in the hottest 1% of
PTV voxels, and PTVmean99% is the mean dose in the
coldest 1% of voxels. A plan conformity metric was also
recorded to appreciate the effect of functional avoidance
on the conformity of isodose distribution. The conformity
metric was defined as:
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Conformity MetricZ
VolumePTV;gEUD

VolumePTV
ðEq:3Þ

where VolumePTV,gEUD is the volume of the isodose
surface that receives at least the gEUD recorded for the
PTV. The denominator is simply the volume of the PTV
structure.

It should be noted that these gEUD-based conformity
values should be judged in a relativemanner and that values
<1 are not necessarily “worse” but simply represent cases
that may have compensated for voxels of lower dose by
treating other voxels to much higher doses. Thus, 2 cases
could have equivalent gEUDs with one case showing a
conformity metric above 1 and the other below 1.

In support of additional plan comparisons, gEUDs for
the lung, esophagus, heart, and spinal cord were compared
with baseline and functional avoidance plans. The volume
of the lung receiving 20 Gy or higher was also recorded.
Paired Student t tests were performed where appropriate to
determine the statistical significance of differences be-
tween baseline and functional avoidance plans.

Results

Using the prioritized objectives in Table 1, all plans
were optimized to completion per the stages listed with no
trial-and-error adjustment of the objective function
weights. As such, all “priority 0” normal tissue objectives
were met for all plans. The perfusion avoidance plans
Figure 1 Dose distributions (in absolute physical dose) for the b
computed tomography and perfusion single photon emission comp
redistribution away from the perfused lung, and the red arrow denotes
mean and maximum dose limits are still met. Planning target volume (
thick pink outlines (PTVs intersect on this slice).
showed a clear redistribution of dose away from the
highly perfused areas of the lung, as expected. Figure 1
shows a typical patient (#8) with baseline and perfusion
avoidance dose distributions overlaid on the planning CT
and perfusion SPECT scans. The yellow arrows note the
areas of redistribution away from the highly perfused
lung, and the red arrow highlights an increase in dose to
other normal tissues.

Note that for the following results, all dose values are
provided in 2 Gy/Fx equivalent or EQD2 with an a/b
ratio of 2.5 Gy for the lungs, heart, and spinal cord and 10
Gy for the esophagus and tumor. Quantitatively, when the
plan did not account for the lung perfusion distribution
(baseline plans), lung gEUfD was on average 12.6 � 4.9
Gy with a range from 6.3 Gy to 21.7 Gy. When perfusion
SPECT data were added at priority level 2 (perfusion
avoidance plans), the cases showed decreases in lung
gEUfD with an average of 9.9 � 4.3 Gy and ranged from
2.1 Gy to 16.2 Gy. As shown in Table 2, 10 of 15 cases
showed a decrease in gEUfD of at least 20%. The changes
in lung gEUfD were statistically significant (P < .01) with
a paired t test.

These data are shown graphically in Figure 2, with the
decrease in lung gEUD (equivalent to mean lung dose in
EQD2) versus the decrease in lung gEUfD. Although the
redistribution resulted in a decrease in non-perfusion-
weighted gEUD, the decrease in gEUfD was greater
(demonstrated by all values falling below the line). In
terms of the lung volume receiving 20 Gy or more, there
was also a significant decrease from an average of 20.8 �
aseline and perfusion avoidance plans displayed on planning
uted tomography scans. Yellow arrows denote areas of dose
an increase in heart dose as a result. The heart (thick red contour)
PTV) contours for both the nodal and primary PTV are shown in



Figure 2 Percent decrease in nonfunctional generalized
equivalent uniform dose versus functional dose for the normal
lung between baseline and perfusion avoidance plans.
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8.6% in baseline plans to 17.3 � 8.3% in the functional
plans (P < .01).

Due to the prioritized nature of the optimization, all
critical and normal organs that were considered, including
the heart, esophagus, and cord, were kept well below the
non-negotiable priority level of 0 constraints (Table 1).
However, as the dose was redistributed to minimize lung
gEUfD, slight increases in the gEUD to other critical
organs were observed in the perfusion avoidance plans
(Fig 3). Target coverages were rigorously maintained
(gEUD Z 79.1 � 1.3 Gy, EQD2 for both baseline and
perfusion avoidance plan groups) with slight increases in
average gEUD to the spinal cord (5.4 Gy, EQD2),
esophagus (3.0 Gy, EQD2), heart (2.3 Gy, EQD2).
Although each change was statistically significant (P <
.05), all metrics were below the priority level of
0 constraints.

PTV homogeneity was very similar (PZ .46) between
baseline and perfusion avoidance plans (Table 3). Using
Figure 3 Planning target volume and normal tissue generalized equiv
level with 0 constraints on normal tissues are also denoted.
the gEUD objective for PTV, less homogeneity is ex-
pected compared with conventional objective functions
that strictly ask for minimum and maximum doses in the
PTV. The range of homogeneity values is an indication of
variability in case geometry and tradeoffs.

The conformity of the dose distribution was signifi-
cantly reduced in the functional avoidance plans
compared with the baseline by an average of 17.6% (P Z
.001). Table 4 shows the conformity metric values by
patient. A decrease in conformity can also be noted in the
dose distributions for Patient #8 (Fig 1).

Discussion

This study shows that it is feasible to redistribute doses
so that doses to the functional lung are lowered and dose
constraints in OARs and PTV coverage are maintained.
The use of priority-based inverse planning or LO prevents
the lesser priority gEUfD minimization objective from
violating the normal tissue constraints and already ach-
ieved target coverage. In 15 cases that were tested, lung
gEUfD was reduced by an average of 22.7% � 14.1%
with the addition of the perfusion based objective. When
possible, this type of dose redistribution clearly attempts
to push doses away from high SPECT signal strength
voxels of the lung and maintain PTV coverage and OAR
dose limits.

In practice, this staged dose redistribution strategy will
allow us to take the functional imaging data into account
to try and minimize functional loss but will not place its
priority ahead of maintaining OAR doses at safe levels. In
addition, target coverage will not be sacrificed on the
basis of the objective as could happen with a priori beam
alent uniform dose for baseline and functional plans. The priority



Table 2 Lung gEUfD for baseline and perfusion avoidance
plans (absolute and percent differences for 15 patients with
average values)

Patient
Number

Lung gEUfD
[Gy, EQD2]

Difference

Baseline Perfusion
Avoidance

[Gy, EQD2] [%]

1 6.3 2.1 4.2 66.7
2 17.7 14.7 3.0 16.9
3 14.9 10.7 4.2 27.9
4 12.4 9.5 2.8 22.9
5 14.2 11.1 3.1 21.8
6 9.3 7.0 2.3 24.8
7 8.1 6.4 1.7 21.1
8 15.2 12.2 3.1 20.2
9 8.4 8.4 0.1 0.6
10 21.7 18.2 3.5 16.0
11 6.9 4.9 1.9 28.0
12 12.9 11.1 1.8 13.9
13 8.6 7.6 1.0 11.2
14 10.9 8.2 2.7 24.4
15 21.3 16.2 5.1 23.9
Average 12.6 9.9 2.7 22.7
SD 4.9 4.3 1.3 14.1

EQD2, equivalent dose in 2 Gy fractions; gEUD, generalized
equivalent uniform dose; gEUfD, generalized equivalent uniform
functional dose.

Table 4 Conformity metric for baseline and functional
cases

Patient Number Baseline Functional Difference [%]

1 0.92 1.32 43.2
2 1.80 1.86 3.3
3 1.01 1.11 9.9
4 0.74 0.84 13.5
5 0.89 1.09 22.5
6 0.92 1.01 9.8
7 0.86 1.26 46.5
8 0.88 1.05 19.3
9 1.47 1.45 �1.4
10 0.83 0.89 7.2
11 0.68 0.77 13.2
12 0.80 0.89 11.3
13 1.65 2.20 33.3
14 0.81 1.02 25.9
15 0.83 0.88 6.0
Average 1.0 1.2 17.6
SD 0.3 0.4 14.2
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selection based on SPECT imaging or the incorporation
of a functional objective into a traditional weighted-sum
cost function, as proposed in other research. Additionally,
placing the functional imaging objective into this priori-
tized optimization technique at a level below conven-
tionally acceptable normal tissue metrics and target
Table 3 Homogeneity metric for baseline and functional
cases

Patient Number Baseline Functional Difference [%]

1 0.24 0.25 2.2
2 0.34 0.33 �0.4
3 0.45 0.45 0.7
4 0.26 0.27 3.7
5 0.28 0.27 �4.0
6 0.27 0.27 �2.1
7 0.28 0.28 �0.1
8 0.28 0.27 �2.5
9 0.48 0.48 0.0
10 0.33 0.32 �1.5%
11 0.29 0.29 0.1%
12 0.31 0.32 2.5%
13 0.25 0.28 12.2%
14 0.27 0.29 6.6%
15 0.27 0.26 �4.3%
Average 0.31 0.31 0.9%
SD 0.07 0.07 4.27
coverage assures the user that an optimal plan that meets
all protocol objectives is still created. Simply put, for the
lung protocol used in our study, optimal, protocol-
compliant plans are generated with the same tumor
coverage as in baseline optimization but with doses
redistributed in the patient on an individualized basis (and
particularly within the patient’s lungs when possible) to
potentially minimize loss of lung function. The applica-
tion of SPECT intensity-based objective function as
opposed to minimization of the dose to a threshold-
defined “high perfusion” structure allows the use of a
continuous range of perfusion values instead of dis-
cretizing. It also benefits from a quick implementation of
adaptive therapy because additional contours do not have
to be made and added to the objective function.

Advantages of a priority-based optimization technique
with constraints in this setting are a high potential benefit
and little risk of reducing plan quality beyond prespecified
levels. The added objective in the cost function should
only negligibly increase the planning time, and for pa-
tients who do not see an appreciable decrease in gEUfD,
there is little to no harm in the objective being present in
the cost function. With a traditional weighted-sum opti-
mization, the increase in planning time to iterate through
weight values of the functional and other objectives may
be high with potentially no benefit to the individual
patient.

Although our current work focuses on the use of
IMRT, the use of volumetric modulated arc therapy
(VMAT) is also very common due to the increased
delivery efficiency. We are currently investigating the
incorporation of more specialized intensity-based
objectives into a VMAT algorithm. Given the poten-
tially increased degrees of freedom in the context of entry
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angles, VMAT may provide a benefit in functional
sparing. We plan to investigate this in future work.

The use of any imaging modality for treatment
planning and optimization relies on the suitability of
that image for medical decision-making. In the context
of functional avoidance, that means that the imaging
modality should be reliable and free from any short-
term transient changes. Although no studies have been
published that explicitly investigate this for perfusion
and ventilation SPECT for the lung, this modality is
considered to be a reliable tool to diagnose pulmonary
conditions.30 Our group has also observed that non-
compromised and unirradiated areas of the lung are
consistent on perfusion and ventilation SPECT
imaging taken during and after radiation therapy.14

However, this area may warrant further investigation
in the diagnostic community and could affect the
uncertainty of functional avoidance regions used in
radiation therapy.

Limitations

A limitation of directly using SPECT images for
planning is that some regions of the lung are temporarily
compromised due to tumor-related effects and could
potentially recover during RT treatment. However, if the
dose is preferentially distributed in these areas based on
pretreatment SPECT imaging, the chance for recovery
could be lost. Our institution is currently evaluating how
to best identify these potentially recoverable regions so
that the SPECT intensity used for planning could be
adjusted to better reflect the potential for recovery of
function.14

Another limitation of the use of SPECT images for
dose redistribution is related to how the dose is redis-
tributed. Because one of the highest priorities is to keep
tumor coverage high, the perfusion avoidance plans must
redistribute the dose to the lung from other OARs to meet
this tumor coverage requirement. Due to this, losses in
plan conformity and increases in the dose to some OARs
were found in nearly all cases studied. Although the
increased doses were still considered safe for all OARs, it
would be ideal to control this dose increase. Further
investigation into this problem would be required, with
limitations set on how much the dose to an organ may
increase between the baseline and perfusion avoidance
cases. With the prioritized optimization strategy, this limit
can be applied in a controlled way to an acceptable risk
level to other organs.

Finally, we recognize that as more dose response data
become available to model the loss of perfusion as a
function of dose, more sophisticated optimization objec-
tives will be needed. We are currently analyzing data and
developing optimization strategies in both the lung and
liver to take advantage of the damage threshold and
saturation effects that have been observed. This may
entail a functional penalty for the lung that is based on
absolute measures of function as opposed to the relative
measures that are presented in the current work. The
incorporation of improved objectives should fit into the
current infrastructure, although updated optimization
solvers and methods may be necessary.
Conclusions

Multicriteria LO, with its staged approach to plan
objectives, permits the generation of dose-escalated
IMRT treatment plans at traditional physical-volume-
based levels but with the ability to rearrange doses to
minimize ventilation or perfusion SPECT-weighted
gEUfD. In a sample of 15 patients, gEUfD was reduced
by 22.7% � 14.1% when the gEUfD minimization
objective was applied. This priority-based spatial dose
rearrangement may minimize the dose to the functional
lung on an individual level and ultimately minimize long-
term radiation-induced lung damage.
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